To search for new, fast. inorganic scintillators. have developed a bench-top pulsed x-ray source --
I. INTRODUCTION AND MOTIVATION
The pulsed x-ray source characterized here was developed as a new tool in our ongoing search for scintillators that could improve the performance of PET (positron emission tomography) detector crystals. Faster and brighter scintillators may improve both the detector recovery time and the ability to reject events that Compton scatter in the patient. New scintillators could also reduce the detector cost.
In previous efforts to find new scintillators. a n electron synchrotron was used in single-bunch mode to measure the x-ray excited fluorescence of over 400 compounds [1, 21 , but use of a synchrotron is costly and time-consuming.
Our design priorities for this new tool in our search included compact size, low cost. the capability to * This work was supported in part by the L.S. Department 01
Energy contract DE-AC03-76SF00098, in part by Public Health Service Grants Nos. PO1 25840, R01 CA48002. and 5 T32 GMOSlSS-07. and in part hy The Whitaker Foundation observe fluorescence from powders as well as crystals, and the capability to determine scintillation time structure on the order of tens of picoseconds. The incorporation of a light-excited x-ray tube designed to produce very brief (= 100 ps) pulses of x-rays [3] made we for these priorities realistic. The design and performance of the x-ray source are detailed here.
SYSTEM DESIGN A. General Design
The two primary components of the pulsed x-ray source are the light-excited x-ray tube and the diode laser. These are shown diagramatically in Figure 1 . The x-ray tube is essentially a single-stage photomultiplier tube. It has a photocathode which releases electrons when light is absorbed, the electrons are accelerated across 30 kV (typically) into a tungsten anode, and x-rays are produced when the electrons impact the anode. Figure 1 Schematic diagram of the pulsed x-ray source A lasei diode excites the photocathode with <97 ps pulses at 510 MHz and the photoelectrons are accelerated toward the tungsten anode at 30 kV potential to produce x-rays This light-excited design of the x-ray tube makes it possible to generate short pulses of x-rays simply by directing short pulses of light onto the photocathode of the tube. Also, the repetition rate of the x-ray pulses can be varied by changing the repetition rate of the light pulses. For the pulsed x-ray source presented here, a diode laser was used as the light source because of its short laser pulse duration, easily varied repetition rate, and its relatively low cost. Figure 2 is a photograph of the pulsed x-ray source. The steel box on the table top is the sample chamber. Directly behind it is a similar steel box which houses the x-ray tube. The laser diode is mounted above the x-ray tube, and the laser diode controller is on the stand above the table top. The sample chamber is evacuated by the pump under the table top. As the system is configured in this photograph, scintillation light passes through the quartz telescope on the right side of the sample chamber and into a microchannel plate photomultiplier tube. The high-voltage power supply, used to power the x-ray tube, and the x-ray control panel, which includes extensive safety interlocks and a current meter for monitoring the x-ray tube cathode current, are both mounted in the lower right portion of the table.
B. Component Characteristics
The characteristics of the diode laser and the light excited x-ray tube have been presented previously [4], but they are summarized here in Table I and Table I1 for completeness. Timing pulse jitter +lo ps Table 11 . Characteristics of Hamamatsu N5084 LightExcited X-Ray Tube Figure 2 . Photograph of the pulsed x-ray source. The box on the table contains the sample, the x-ray tube is directly behind this sample chamber, and the laser diode is above the x-ray tube. See text for further details.
Other components of the pulsed x-ray system which are not shown in the photograph are the data acquisition computer, the data acquisition electronics, the "X-Ray On" warning light, and the external radiation monitor. 
SYSTEM CHARACTERIZATION

A. System Impulse Response
The time structure of the fluorescence data from an ultra-fast scintillator was obtained as an upper limit on the system impulse response. The scintillator used was malachite green oxylate in crystal form, which likely has a fluorescence decay time of 10-30 ps (based on fluorescence decay times of malachite green solutions [5]). A microchannel-plate photomultiplier tube was used to detect the fluorescence, and the data were collected over 235,000 seconds.
The observed fluorescence time structure is shown in Figure 3 . As noted in the figure, the fwhm (full-width at half-maximum) for the peak is 120 ps. We can conclude, then, that the system impulse response for the laser diode, x-ray tube, and microchannel plate photomultiplier tube has a width less than 120 ps. The best current theoretical determination of the system impulse response is 106 ps. The secondary peak in Figure 3 has not yet been explained--but it is observed when the laser diode is coupled directly to the photomultiplier tube (although not observed in the optical pulse of the diode laser). A more detailed analysis of the system impulse response will be provided elsewhere [6] . Time (ns) Figure 3 . Upper limit on the system impulse response. This observed fluorescence time spectrum for malachite green oxylate crystals (an ultra-fast scintillator) serves as an upper limit on the impulse response of the laser diode, x-ray tube, and a microchannel plate photomultiplier tube.
B. Energy Spectra of X-Rays
We obtained energy spectra of the x-rays using a lithium-drifted silicon detector. The detector was cooled to liquid nitrogen temperatures and has an energy resolution of 180 eV fwhm at 2 ps peaking time. The detector was positioned 14 cm from the x-ray tube anode. A lead sheet (-1 mm thick) with a pinhole (1.6 mm or 0.7 mm in diameter, depending on the flux being examined) was placed over the detector to limit the count rate. A 200 kHz laser diode pulse repetition rate was used, and each spectrum was collected over 1800 seconds. The data in these energy spectra were used for the remaining figures. Figure 4 provides the energy spectra of the x-rays generated by the pulsed x-ray system at various tube biases. These spectra are typical for x-rays generated by an x-ray tube with a tungsten anode, with bremsstrahlung radiation at high energies and the characteristic tungsten peaks around 10 keV. The additional peaks between 5 keV and 10 keV correspond t o iron, chromium, manganese, and copper characteristic peaks and (with the possible exception of the copper peak) most likely result from x-ray fluorescence in the steel used to collimate the beam.
In practice, we place a 0.51 mm aluminum filter in the x-ray beam to eliminate most of the low-energy x-ray photons. These low energy photons would be absorbed X-Ray Photon Energy (keV) Figure 4 . Energy spectra of x-ray photons at various tube biases. These are typical spectra for x-rays generated by a tube having a tungsten anode, with bremsstrahlung radiation at high energies and characteristic tungsten peaks around 10 keV.
in the quartz cuvette holding the sample and would not contribute to the fluorescence signal (and in fact would generate a low level of fluorescence from the quartz).
The spectra which result after filtering are shown in Figure 5 . The portions of the spectra below 8 keV most likely are the result of x-ray photons scattered in the steel used to collimate the x-ray beam after the aluminum filter. Figure 5 . Energy spectra of x-ray photons with 0.51 mm aluminum filter in the beam. Filtration removes most of the low-energy photons, with those still observed below 8 keV most likely due to x-ray photons scattered in the steel used to collimate the beam after the filter. Figure 6 provides the mean x-ray photon energies for the spectra shown in figures 4 and 5, and also for the spectra corresponding to a tube bias of 32 kV (which is slightly above the maximum rated tube bias of 30 kV).
As expected, use of the aluminum filter significantly increases the mean photon energy. 
C. X-Ray Flux
The flux of x-ray photons was determined by integrating the counts in the spectra and making minor corrections (<2%) for system dead time. Using the distance from the x-ray tube anode to the detector, the size of the pinhole in the lead sheet over the detector, and the laser pulse repetition rate, the number of x-ray photons per laser diode pulse per steradian was determined. The result is shown in Figure 7 . (The primary source of error is imprecision in the size of the pinholes. The 25% error bars were based on the estimated precision of the hole diameters.) The flux increases nearly linearly with tube bias increase. Multiplying the flux of Figure 7 by the mean photon energy of Figure 6 yields the energy deposited per laser diode pulse per steradian. This is shown in Figure 8 . As expected, the higher mean photon energy for the filtered case compensates somewhat for the lower flux, so that the filtration loss is not as dramatic for energy deposited as for photon flux. This pulsed x-ray source has some background x-ray flux. In the model of the light-excited x-ray tube as a single stage of a photomultiplier tube, this would be the x-ray flux resulting from dark current.
These background x-rays are generated even when no external light is striking the photocathode.
We have observed significant variation in the background flux over the life of the tube thus far. Two months after we began using the tube, the dark current at 30 kV tube bias decreased by a factor of twenty, apparently as a result of a spontaneous discharge within the x-ray tube. (We observed a current surge.) Since that time, the dark current at 30 kV tube bias has risen slightly, but it remains a factor of 10 below the original level. Figure 9 presents both pre-discharge and postdischarge data for the background flux. (The predischarge data were derived from the current generated in a photodiode placed in the x-ray beam.) The background flux tends to increase in an exponential form with tube bias increase. (Note the logarithmic scale on this plot.) Also, the background flux rate is nearly independent of laser diode repetition rate.
(These background flux rates and the corresponding spectra are subtracted in the previous figures.) 
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Tube Bias (kV) Figure 9 . Background x-ray flux. These photons result from dark current in the x-ray tube. The background flux is relatively independent of the laser pulse repetition rate and increases exponentially with tube bias.
CONCLUSIONS
This pulsed x-ray source has several appealing features. It is a compact, table-top device. Also, it is relatively inexpensive, with a parts cost of about $50,000 (US.). In addition, it has a pulse width of 100 ps fwhm, and with a well-characterized impulse response it can be used to determine fluorescence decay times to within 50 ps. Furthermore, the repetition rate of the x-ray pulses can easily be varied by adjusting the laser diode pulse repetition rate. Also, single fluorescence photons can be detected and spectra can be averaged over time, so that accurate measurements of weak fluorescence can be made. Finally, a monochromator can readily be incorporated to select fluorescence wavelengths or to obtain fluorescence spectra.
Unfortunately, the pulsed x-ray source also has a few limitations. It does have a significant background flux, it has a low total flux, and it has a 30 keV maximum x-ray photon energy. The background flux is a limitation for applications in which timing information is needed, but using a high laser repetition rate (or windowing data acquisition around the laser pulse, or using a brighter light source) maintains a high ratio of desired photons to background photons. Also, the background flux simply generates a low uniform background in time-averaged fluorescence time spectra. The low total flux is only a limitation for applications requiring a high flux (such as acquisition of fluorescence wavelength spectra), and it could be overcome by using a more intense light source. (The laser diode only generates about 1/500 of the rated x-ray tube cathode current of 50 PA.) The 30 keV maximum photon energy may not be high enough for some applications, but it is high enough that significant ionizing radiation is produced.
